Research and development of hyperthermia machines for present and future clinical needs.
This article describes the clinical problems encountered with the use of hyperthermia equipment and the requisites in the development of more advanced systems. A summary of the trends in the development of hyperthermia equipment is presented. In addition, a description from the physical point of view is included for the design of new applicators for deep heating.